
Vermont Department of Health Laboratory 
195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125 

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632 

DATAMASTER TECHNICAL SUPPORT INQUIRY 

Agency/Site: Williston VSP_ 

Date: 10 713 72011 

Instrument Supervisor: 

Taken By: Harnois 

DataMaster Serial #: 122206 

Requestor: Campbell. 

Phone #: 

Problem: Received a phone call that the instrument had a Calibration Error.. 

Laboratory Response:_ 

Work Performed: 

10/13/2011 - Arrived to find that the instrument had a calibration error and then it had a simulator vapor reading of 
interference detected. Inspected the instrument to find that it is running without errors. Unable to recreate error, 
instrument will be watched. SH 

E! On Site • In-house 

Performed By: Steven Harnois_ 
Final Review: Kirk L . Kimball 

Attachments: 1 pages 

Date: 10/19/2011 
Date: 10/20/11 
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0.10 

Check-In Confirmation Test 

STATE OF VERMONT 
DataMaster DMT: 12220 6 
WILLISTON VSP 
Ce r t i f i c a t i o n Date: 12/28/2010 
Ins t a l l a t i o n Date: 12/29/2010 
Date: 10/13/2011 
Time: 14:18:36 
Subject Name: TEST TEST 
Date of B i r t h : 10/13/2011 Age: 0 
Guardian Present: N 
Gender: M 
License #: 0000 VT 
Test Operator Name: STEVEN E HARNOIS 
Agency: VDHL 
BLANK TEST 0.000 14 :19 
CALIBRATION CHECK PASSED 14 :19 

Xq = 0.0784 (0.78%) 
SIMULATOR VAPOR 0.100 14 :19 

X[l] = 0.1000 (0.0013) (0.0025) 
BLANK TEST 0.000 14 :20 
SUBJECT SAMPLE (Vol=1.7L) 0.000 14 :21 

X[l] = 0.0004 (0.0004) (-0.0009) 
A l l alcohol values reported i n g/210L 
Sim. Vapor Concentration 0.101 
Sim. Vapor Range 0.096 - 0.106 
Simulator Temp 34.0°C 
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